
IMAGE WORKS PANOURA
PREMARKET NOTIFICATION 5 10(k)

Section 6- 510(k) Summary MAR 08 213

a. Owner/Company name, address
THE YOS1HIDA DENTAL MFG Co., LTD.
1-3-6, Kotobashi, Sumida-ku
Tokyo
130-8516, Japan

Michizo Yamanaka
President

* Contact person
Hidenori Watanabe
International Regulatory Affairs
Phone: 011-81- 3-3631-2165
Fax: 011-81- 3-3633-9420
Email: hi-watanabe@yoshida-net.co.jp

b. Contact/Application Correspondent
Izumi Maruo
MIC lnternational
4-1-17 Hongo, Bunkyo-ku
Tokyo, 113-0033, Japan

Phone: 011-81-3-3818-8577
Fax: 011-81-3-3818-8573
Email: maruo~mici.cojp

c. Date prepared
September 5, 2012

d. Name of device
Trade Name: IMAGE WORKS PANOURA
Common Name: Extraoral source x-ray system
Classification Name: System, x-ray, extraoral source, digital
Classification Regulation: 21 CFR 872.1800
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IMAGEWORKS PANOURA
PREMARKET NOTIFICATION 5 10(k)

e. Predicate devices
The IMAGE WORKS PANOURA is substantially equivalent to the following legally marketed
device:

5 10(k): KI 11231
Trade name: PANOURA1I8S
Product code: MUR

5 1 0(k): .K093683
Trade name: ORTHOPANTOMOGRAPH 0P300
Product code: MUH

The predicate devices are hereinafter called "the PANoURA 18S (kI 11231)" or. "the
ORTI-OPANTOMOORAPH (k093683)" , respectively, in this application.

f. Description of the device
The IMAGE WORKS PANOURA is dental panoramic and cephalometric device and intended for
dental radiographic examinations of teeth, jaw and TMJ areas by producing conventional 2D
X-ray images as welt as X-ray projection images of examined volume for the reconstruction
of 3D view. The IMAGE WORKS PANOURA is equipped with an X-ray generator and a Sensor
unit at Arm unit supported by Column unit and Sliding body unit. While rotating around the
patient's teeth and jaw, the IMAGEWOPKS PANOURA irradiates X-ray and detects X-ray
absorbed data at the Sensor unit multiple times. Detected multiple data are transferred to an
image processing unit and the data are superimposed with appropriate shift value according
to the X-ray moving speed from the arm rotation to acquire image.

g. Statement of Intended Use
The IMAGEWORKS PANOURA dental panoramic and cephalometric device is intended for
dental radiographic examinations of teeth, jaw and TMJ areas by producing conventional 2D
X-ray images as well as X-ray projection images of examined volume for the reconstruction
of 3D view. The device must only be operated and used by dentists and other legally
qualified professionals.

h. Statement of substantial equivalence
The IMAGEWORKS PANOURA is modified from the PANOURA 18S (k1 1123 1) by adding 3D
imaging. The characteristics except 3D imaging of the IMAGE WORKS PANOURA are identical
to those of the PANOURA 18S (k 11123 1).

Regarding intended use of the IMAGEWORKS PANOURA, 3D imaging is added to intended use
of the PANOURA 18S (kI 11231). However, patient population and the fundamental
technologies of the IMAGEWORKS PANOURA are identical to those of the PANOURA 1 85
(kI 1123 1).

3D imaging of the IMAGE WORKS PANOURA is similar to that of the ORTHOPANTOMOGRAPI-I
(k093683). 3D image is produced by reconstruction of X-ray projection images. Intended
Use of the IMAGEWORKS PANOURA is similar to that of the ORTHOPANTOMOGRAPH
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IMAGE WORKS PANOIJRA
PREMARKET NOTIFICATION 5 10(k)

(k093683) because the characteristics of the IMAGEWORKS PANOURA are similar to the'
ORTHOPANTOMOGRAPH (k093683). The similarities of the IMAGEWORKS PANoURA to the
ORTHOPANTOMOGRAPH (k093683) are;

* Intended use
* Operational characteristics
* Ionizing radiation

*Cephalometric radiogram
*Panoramic images
*3D Imaging

In order to evaluate safety and effectiveness of the Dvt&GEWORKS PANOURA, software
verification/validation, performance testing, and risk analysis were performed. In conclusion,
those testing and analysis demonstrated that the IMAGEWORKS PANOURA did not raise any
new safety or effectiveness concerns compared to the PANOURA I18S (kI 11231) and the
ORTHOPANTOMOGRAPH (k093683).

i. Comparison table
Table 6-1. compares the characteristics between the IMAGEWORKS PANOURAx, the PANOURA
I18S (kI 1123 1), and the ORTHOPANTOMOGRAPH- (k093683).
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IMAGEWORKS PANOURA
PREMARKET NOTIFICATION 5 1 0(k)

j. Risk Analysis
The IMAGEWORKS PANOURA was evaluated in accordance with ISO 14971:2007. The risk
management of the device was deemed satisfactory.

k. Bench Testing
THE YOSHIDA DENTAL MFG Co., LTD has performed bench tests regarding laser safety to
ensure safety and effectiveness, verify conformity with IEC 60825-1.

The laser system of the IMAGEWORKS PANOURA is identical to that of the PANOURA 8S
(K1 1123 1). Therefore, the test report for IEC 60825-1 for the PANOURA 18S (K1 1123 1) is
used as the test report for the IMAGEWORKS PANOUR A.

The software of the IMAGE WORKS PANOURA has been validated according to "Guidance for
the Content of Premarket Submissions for Software Contained in Medical Devices."

EMC, Electric safety, and X-ray radiation safety are confirmed in accordance with
1EC60601-1, IEC 60601-1-I, IEC 60601-1-2, IEC 60601-1-3, lEG 60601-2-7, LEG
60601-2-28, and lEG 60601-2-32.

1. Conclusion
The IMAGE WORKS PANOURA is modified from the PANOURA 18S (k] 1123 1) by adding 3D
imaging. The characteristics except 3D imaging of the IMAGE WORKS PANOURA are identical
to those of the PANOURA 18S (k1 11231). The IMAGEWORKS PANOURA has similar intended
use and operational and technological characteristics to the ORTHOPANTOMOGRAPH
(k093683). The performance test results indicate that the IMAGE WORKS PANOURA meets the
requirements of recognized consensus or voluntary standard. Based on the information
presented above regarding substantial equivalence to the PANOURA 18S (k 11123 1) and the
ORTHOPANTOMOGRAPH (k093683), THE YOSHIDA DENTAL MFG Co., LTD. concludes that the
IMAGE WORKS PANOURA is substantially equivalent to the PANOURA 18S (kI 1123 1) and the
ORTHOPANTOMOGRAPH (k093683), and does not raise any new questions regarding safety or
effectiveness.
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DEPATMET O HELTH HUAN ERVCESPublic Health Service-4; EPATMET OFHEATH IIUAN ERVCESFood and Drug Administration
10903 New Hampshire Avenue
Document Control Center - W066-G609
Silver Spring, MID 20993-0002

Ms. Izumi Maruo
MIC InternationalMac8,21
4-1-17 1-ongo, Bunkyo-ku
TOKYO 113-0033
JAPAN

Re: K122806
Trade/Device Name: ImageWorks Panoura
Regulation Number: 21 CFR 872.1800
Regulation Name: Extraoral source x-ray system
Regulatory Class: 11
Product Code: MUH
Dated: February 25, 2013
Received: March 1, 2013

Dear Ms. Maruo:

We have reviewed your Section 5 10(k) premarket notification of intent to market the devicereferenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or todevices that have been reclassified in accordance with the provisions of the Federal Food, Drug,and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).You may, therefore, market the device, subject to the general controls provisions of the Act. Thegeneral controls provisions of the Act include requirements for annual registration, listing ofdevices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRI- does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class III (PMA),it may be subject to additional controls. Existing major regulations affecting your device can befound in the Code of Federal Regulations, Title 2 1, Parts 800 to 898. In addition, FDA maypublish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not meanthat FDA has made a determination that your device complies with other requirements of the Actor any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21CFR Part 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as setforth in the quality systems (QS) regulation (21, CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.



Page 2-Ms. Maruo

If you desire specific advice for your device on our labeling regulation (21 CFR Part 80 1), please
go to http://wwAvw.fda.gov/AboutFDA/CentersOffices/CDRH/CDRHOffices/ucm I15809.htm for
the Center for Devices and Radiological Health's (CDRI-'s) Office of Compliance. Also, please
note the regulation entitled, "Misbranding by reference to premarket notification" (2 1 CER Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
http://www.fda. ov/MedicalDevices/Safety/ReportaProblem/default.htm for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
http://www.fda.gov/Medicalflevices/ResourcesforYou/Industrv/default.htm.

Sincerely yours,

I1rfi_40 44 for
Janine M. Morris
Director, Division of Radiological Health
Office of In Vitro Diagnostics

and Radiological Health
Center for Devices and Radiological Health

Enclosure



Indications for Use

5 1 0(k) Number (if known): K122806

Device Name: IMAGEWORKS PANOURA

Indications for Use:

The IMAGEWORKS PANOURA dental panoramic and cephalometric device is intended for
dental radiographic examinations of teeth, jaw and TMJ areas by producing conventional 2D
X-ray images as well as X-ray projection images of examined volume for the reconstruction
of 3D view. The device must only be operated and used by dentists and other legally
qualified professionals.

Prescription Use __X___ AND/OR Over-The-Counter Use ___

(Part 21 CFR 801 Subpart D) (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRLH, Office of In Vitro Diagnostics and Radiological Health (OIR)

41ARN'i>ok
(Division Sign Off)

Division of Radiological Health
Office of In Vitro Diagnostic and Radiologicai Health

510(k) K122806
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